
MED-RX® ENFit® Enteral Extension Set Instructions for Use 

 
 

 
INDICATIONS 

 

The ENFit® Enteral Extension Set is intended for use as an extension set for nasogastric / oral gastric or gastric 
tube enteral feeding tubes, incorporating safety connectors/small bore connectors which are intended to 
reduce the misconnection between the following applications: I.V. system and Enteral Feeding System. 

 
The ENFit® Enteral Extension Set is indicated for use in neonatal and pediatric patients in connection with an 
enteral feeding tube to provide nutrition via nasal or oral gastric placements. 

 

Storage: 
Store in a clean, cool, dry place in original wrapper. 

 
CONTRAINDICATIONS 
The ENFit® Enteral Extension Set is not for individual use longer than 24 hours. 
Replace and maintain administration set in accordance with hospital protocol. 

 
DIRECTIONS 

1. Follow medical professional instructions in opening package and use of 
contents. Use aseptic technique. 
2. Verify gastrostomy tube compatibility prior to use. 
3. Attach Enteral Only Connector (inlet) to outlet of administration set. Attach 
extension set outlet to enteral only feeding tube. 
4. Close slide clamp and plug until ready to use or when not in use. 

 
 

 
 
 

Symbols: 
 

 

 

 
 
 
 
 
 

 
 

 

 
 

 
 

 
 
 
 

Sterilized using ethylene oxide 
 

Single Use Only. Do not reuse 
Do not use if unit package is opened or damaged 

Lot information 

 
Not made with natural latex rubber 

 
Not made with di (2-ethyl hexyl) phthalate (DEHP) 

Not made with bisphenol A (BPA) 
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Product Code Length Connector Y-Connector Priming 
Volume 

54-4050 62” Straight No 0.70 mL 

54-4057 22” Straight No 0.90 mL 

54-4058 36” Straight No 1.40 mL 

54-4059 60” Straight Yes 2.10 mL 

54-4061 60” Straight No 1.90 mL 

EO  

LOT 

https://ekeighren5.wixsite.com/mysite-1/contact-1
https://ekeighren5.wixsite.com/mysite-1/contact-1


  MED-RX® Mode d’emploi pour rallonge entérale ENFit® 
 

INDICATIONS  

La rallonge entérale ENFit® est destinée à être utilisée comme rallonge pour les sondes d'alimentation entérale 
nasogastriques / gastriques orales ou par sonde gastrique, incorporant des connecteurs de sécurité/petits 
orifices qui sont destinés à réduire les erreurs de connexion entre les applications suivantes : système I.V. et 
système d'alimentation entérale. 
 
La rallonge entérale ENFit® est indiquée pour être utilisée chez les patients néonatals et pédiatriques en lien 
avec une sonde d'alimentation entérale pour fournir une nutrition via des placements gastriques nasaux ou 
oraux. 

Rangement : 
Conserver dans un endroit propre, frais et sec, dans son emballage d'origine. 

CONTRE-INDICATIONS 
La rallonge entérale ENFit® ne doit pas être utilisée individuellement pendant plus 
de 24 heures. Remplacer et entretenir conformément au protocole de l'hôpital. 

 

MODE D’EMPLOI 
1. Suivez les instructions du professionnel de santé pour l'ouverture de 

l'emballage et l'utilisation du contenu. Utilisez une technique 
aseptique. 

2. Vérifiez la compatibilité de la sonde de gastrostomie avant son 
utilisation. 

3. Fixez le connecteur entéral seul (entrée) à la sortie de la rallonge. Fixez 
la sortie de la rallonge à la sonde d'alimentation entérale seule. 

4. Fermer la pince à glissière et le bouchon jusqu'à ce que vous soyez prêt 
à l'utiliser ou lorsque vous ne l'utilisez pas. 

 

 
 
 
Symboles: 
 

 

 

 
 
 
 
 
 

 
 

 

 
 

 
 

 
 
 
 
 
Stérilisé à l'oxyde d'éthylène 
 

Usage unique uniquement. Ne pas réutiliser. 
Ne pas utiliser si l'emballage de l'unité est ouvert ou 
endommagé. 
 
Renseignements sur le lot 

 
 
Non fabriqué avec du caoutchouc de latex naturel 
 
Non fabriqué avec du phtalate de bis(2-éthylhexyle)  (DEHP) 

Non fabriqué avec du bisphénol A (BPA) 
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Code de 
produit 

Longueur Connecteur Connecteur en Y Volume 
d’amorçage 

54-4050 62 po Droit Non 0.70 ml 

54-4057 22 po Droit Non 0,90 ml 

54-4058 36 po Droit Non 1,40 ml 

54-4059 60 po Droit Oui 2,10 ml 

54-4061 60 po Droit Non 1,90 ml 

EO  

LOT 

https://ekeighren5.wixsite.com/mysite-1/contact-1
https://ekeighren5.wixsite.com/mysite-1/contact-1
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Revision History 

Rev. # DM # Date Description 

0 63736 08/29/2022 • New Insert for the MED-RX ENFit® Extension Set (IN-ENFIT-EXT.0) product. 

1 77460 05/17/2023 • Revised Contraindications to remove “and do not exceed NANN or ADA guidelines, as 
applicable.” at the end of this statement. 

• Added P/N 54-4050, 62”, Straight, No (Y-Connector), Priming Volume 0.70, 

• Added P/N 54-4057, 22”, Straight, No (Y-Connector), Priming Volume 0.90, 

• Added P/N 54-4058, 36”, Straight, No (Y-Connector), Priming Volume 1.40, and 

• Added P/N 54-4059, 60”, Straight, Yes (Y-Connector), Priming Volume 2.10. 
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